Evaluation of HealthScan Assess peak flow meters.
Comparison between peak expiratory flow rates obtained using a standard Wright Peak Flow Meter and a HealthScan Assess peak flow meter disclosed a highly significant correlation. Comparison of six Assess peak flow meters showed highly significant correlations despite some lack of consistency with some units.